Design, development and test results of a horizontal flow inhalation toxicology facility.
A horizontal flow chamber was developed for the purposes of conducting inhalation toxicology research. The chamber utilizes a unique diffuser system and pre-mixing of contaminants to achieve uniform exposure. The use of fecal catch pans eliminates exposure of animals to fecal debris from overhead animals. The chamber performance shows a rapid equilibrium in startup and shutdown.